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ABSTRACT

AIM: To compare the low-profile visualized intraluminal support (LVIS or LVIS Jr.) stent, which is a braided microstent, and Enterprise 
Vascular Reconstructive Device (VRD), which is fabricated using laser cutting technology, in the treatment of internal carotid artery 
aneurysms.   
MATERIAL and METHODS: We investigated 49 unruptured aneurysm cases in which follow-up digital subtraction angiography 
had been performed. Results of the occlusion were divided into classes 1, 2, and 3 of the Raymond-Roy Occlusion Classification. 
Statistical significance was defined as p<0.05.
RESULTS: In the 49 aneurysm cases, we achieved class 1 in 23 (47%; LVIS or LVIS Jr., 7; Enterprise, 16; p=0.76), class 2 in 13 (27%; 
LVIS or LVIS Jr., 5; Enterprise, 8; p=0.74), and class 3 in 13 (27%; LVIS or LVIS Jr., 5; Enterprise, 8; p=0.74). Based on the follow-up 
imaging of the 49 aneurysms, we achieved class 1 in 32 cases (65%; LVIS or LVIS Jr., 16; Enterprise, 16; p<0.01), class 2 in 7 (14%; 
LVIS or LVIS Jr., 0; Enterprise, 7; p<0.01), and class 3 in 10 (20%; LVIS or LVIS Jr., 1; Enterprise, 9; p=0.13).
CONCLUSION: Recently, the flow diversion effect of stents has garnered more attention compared to coil embolization. LVIS or 
LVIS Jr. exerts a higher flow diversion effect than other stents and may improve the Raymond-Roy Occlusion Classification. In the 
future, the role of stents in the treatment of aneurysms will become more important.
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the blood flow for endothelial growth and vessel wall healing 
(1,3,15).

Although several studies have reported on aneurysms 
treated with flow diverter stents (9), SAC is considered a 
useful technique for treating aneurysms with wide necks or 
complex morphologies. Stents can be broadly divided into 
two groups. The first group comprises the Neuroform Atlas 
Stent (Stryker, Fremont, California, USA) and Enterprise 
Vascular Reconstruction Device (VRD) stents (Codman & 
Shurtleff, Inc., Raynham, Massachusetts, USA) that are 
nitinol stents manufactured using laser cutting. They can 
be inserted through standard microcatheters and used for 

█   INTRODUCTION

Endovascular coil embolization has been widely per-
formed to treat intracranial aneurysms. However, 
aneurysms with wide necks or complex morphologies 

are difficult to treat with simple endovascular coil emboli-
zation. For such aneurysms, stent-assisted coiling (SAC) is 
performed. According to a previous report, SAC results in 
outcomes similar to those obtained with simple endovascular 
coil embolization, despite aneurysms treated with SAC having 
more difficult morphologies than those treated with simple 
endovascular coil embolization (4). Stents have the theoretical 
advantage of providing an anatomical barrier and remodeling 
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SAC. In particular, the Enterprise VRD stents are closed-cell 
stents. The second group comprises low-profile visualized 
intraluminal support stents (LVIS/LVIS Jr.; MicroVention, Inc., 
Terumo, Aliso Viejo, CA, USA), which are self-expanding 
braided microstents and closed-cell stents (8). Although these 
two groups of stents have been compared in previous reports 
(17), only a few studies have compared them based on the 
location of the aneurysm.

Therefore, the present study aimed to investigate the 
outcomes of stent-assisted endovascular coil embolization 
in treating unruptured internal carotid artery (ICA) aneurysms, 
and to compare and assess embolism progression and 
complications in the short term following the use of the LVIS/
LVIS Jr. and Enterprise VRD stents.

█   MATERIAL and METHODS
This retrospective study was conducted between October 2010 
and March 2019, and included 70 unruptured ICA aneurysms 
treated with SAC. We investigated 49 unruptured aneurysm 
cases in which follow-up digital subtraction angiography 
(DSA) was performed, approximately 6–12 months after SAC. 
The surgical indications reported in the Japanese Guideline 
for the Management of Stroke 2015 for unruptured intracranial 
aneurysms were followed. These guidelines recommend that 
aneurysms of 5-7 mm be treated. In addition, these guidelines 
recommend that even if the aneurysms are < 5 mm but are 
located in the posterior circulation or anterior communication 
artery or ICA–posterior communicating artery (Pcom) or have 
high dome-neck ratios, with irregular shapes or blebs, they 
should be treated. In the present study, the dome-neck ratio 
of all the aneurysms was ≤ 2.

The recorded variables were patient age and sex, stent type, 
maximum aneurysm size, dome-neck ratio, location of the 
aneurysm, findings of the initial occlusion, procedure-related 
postoperative infarctions, and results of the follow-up DSA.

Endovascular Procedure

All procedures were performed under general anesthesia. 
Dual antiplatelet therapy was administered to all the patients 
7 days before the procedure. Antiplatelet medications were 
continued for 3 postoperative months in all the patients.

We used Enterprise VRD stents between October 2010 and 
November 2015 and LVIS/LVIS Jr. stents between May 2016 
and March 2019 and inserted them using an 8-Fr balloon 
guide catheter in all patients. We have been using LVIS as 
the first choice since May 2016 for ICA aneurysms, expecting 
the flow diverter effect of LVIS. Headway 17 STR microcath-
eters (MicroVention, Inc., Terumo, Aliso Viejo, CA, USA) and 
Headway 21 STR microcatheters (MicroVention, Inc., Terumo, 
Aliso Viejo, CA, USA) were used for LVIS/LVIS Jr. stents for 
coiling, whereas Excelsior SL-10 STR microcatheters (Stryker, 
Fremont, California, USA), Echelon-10 STR microcatheters 
(Medtronic, Irvine, CA, U.S.A.), and Prowler Select Plus mi-
crocatheters (Codman Neurovascular, Johnson & Johnson, 
Miami, Florida, USA) were used for Enterprise VRD stents for 
coiling. In all the patients, the aneurysms were embolized to 
classify them into class 3 aneurysms.

Outcome

Outcomes of the occlusion were divided into classes 1, 2, 
and 3 of the Raymond–Roy occlusion classification (13). We 
collected these outcome data from the operative notes of the 
neurosurgeon. Follow-up data were also divided into classes 
1, 2, and 3 of the Raymond–Roy occlusion classification by 
the neurosurgeon. This neurosurgeon was a doctor who had 
not participated in the operation, but was aware of the type of 
stent before deciding the classification of the outcomes/data. 
DSA was performed after approximately 6-12 postoperative 
months.

Statistical Analysis

Variables are expressed as mean ± standard deviation, 
median [interquartile range (IQR)], and the number of patients 
(%), as appropriate. The Pearson’s χ2 test or Fisher’s exact 
test was used to assess the associations between categorical 
variables. For continuous variables, the Kolmogorov–Smirnov 
test was used to determine if the distributions were normal. 
For normal distributions, the data were analyzed using the 
t-test or Mann–Whitney U-test, as appropriate. P-values of 
<0.05 were considered statistically significant.

All statistical analyses were conducted using EZR (Saitama 
Medical Center, Jichi Medical University, Saitama, Japan), 
which is a graphical user interface for R (version 3.5.1) (6).

█   RESULTS
Table I summarizes the clinical and demographic data of 
the patient population. The patient population comprised 42 
women and 7 men, with a mean age of 58.9 ± 13.4 years. The 
median aneurysm size was 6.5 mm (IQR, 5.1–7.5 mm), and the 
dome-neck ratio was 1.1 (IQR, 1.0–1.4). LVIS/LVIS Jr. stents 
were used in 17 patients (35%), whereas Enterprise VRD 
stents were used in 32 (65%). Overall, 18 (37%), 16 (33%), 
and 15 aneurysms were located in the superior hypophyseal 
artery (SHA)–ICA, ophthalmic artery (OA)–ICA, and Pcom–ICA, 
respectively. There was no difference between the LVIS/LVIS 
Jr. and Enterprise VRD stent groups in terms of the mean 
patient age (p=0.80), patient sex (p=0.40), or maximum size 
of the aneurysm (p=0.11). However, the dome-neck ratio 
(p=0.01) was significantly different between the LVIS/LVIS Jr. 
and Enterprise VRD stent groups.

Procedural Results

Of the 49 aneurysms, 23 (47%) were classified as class 1 
aneurysms (7 for the LVIS/LVIS Jr. stents and 16 for Enterprise 
VRD stents; p=0.76), 13 (27%) as class 2 (5 for LVIS/LVIS Jr. 
stents and 8 for Enterprise VRD stents; p=0.74), and 13 (27%) 
as class 3 (5 for LVIS/LVIS Jr. stents and 8 for Enterprise VRD 
stents; p=0.74) (Table II). Symptomatic infarction was 10% 
(n=5) (3 for the LVIS/LVIS Jr. stents and 2 for the Enterprise 
VRD stents; p=0.32). Overall, two patients treated with SAC 
using the LVIS/LVIS Jr. stent had transient paralysis, and one 
had right upper limb paralysis. Conversely, one patient treated 
with SAC using the Enterprise VRD stent had right upper limb 
paralysis, and one had unilateral spatial neglect. The total 
permanent morbidity rate related to SAC was 6% (n=3) (1 for 
the LVIS/LVIS Jr. stent and 2 for Enterprise VRD stents; p=1).
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Radiological Follow-Up Results

Based on the results of the follow-up DSA after approximately 
6–12 postoperative months, 32 (65%) aneurysms were 
classified as class 1 (16 for LVIS/LVIS Jr. stents and 16 for 
Enterprise VRD stents; p<0.01), 7 (14%) as class 2 (0 for the 
LVIS/LVIS Jr. stent and 7 for Enterprise VRD stents; p<0.01), 
and 10 (20%) as class 3 (1 for the LVIS/LVIS Jr. stent and 9 for 
the Enterprise VRD stents; p=0.13) (Table III).

█   DISCUSSION
Recently, the flow diversion effect of stents has garnered 
increasing attention compared to coil embolization. SAC 
is useful for treating aneurysms because it can reduce 
the recurrence rate and offer benefits with respect to the 
mechanical barrier, flow diversion effect, and biological effects 
(5).

 In the present study, we compared LVIS/LVIS Jr. and Enterprise 
VRD stents placed in aneurysms located in the ICA. Both 
stents have characteristics of a closed-cell type. However, 
each stent is prepared by a different method. Therefore, we 
compared LVIS/LVIS Jr. and Enterprise VRD stents placed in 
aneurysms located in the ICA with many sidewall aneurysms, 
except ICA top aneurysms.

Study Analysis

The LVIS/LVIS Jr. stent is excellent in managing aneurysms, 
as reported in several studies. Feng et al. reported that the 
occurrence rates of complete and near-complete occlusions 
were similar with both LVIS/LVIS Jr. and Enterprise VRD stents 
(2). Moreover, the LVIS/LVIS Jr. stent was associated with 
lower rates of recanalization and in-stent stenosis, although 
the difference between LVIS/LVIS Jr. and Enterprise VRD 
stents was not significant. Li et al. conducted a computed 
fluid dynamics study and compared the treatment of medium-
sized intracranial aneurysms with LVIS/LVIS Jr. and Enterprise 
VRD embolization to determine the effects of hemodynamic 
changes caused by different stents and coil packing densities 
(7); they found that SAC embolization using LVIS/LVIS Jr. stents 
showed a lower rate of recanalization after endovascular 
treatment of medium-sized intracranial aneurysms.

The findings of the present study are consistent with these 
previously reported findings. It is noteworthy that we found 
no significant difference in the number of class 1 aneurysms 
immediately after surgery but found a significant difference in 
the follow-up DSA. Class 2 aneurysms can be found improved 

Table I: Characteristics of Patients with Aneurysms Undergoing 
Stent and Coil Embolization

Characteristic  Value
Mean age (years) (mean±SD)                   58.88 ± 13.4
Gender (female:male)                                    42:7
Aneurysm location

ICA-SHA                                                 18 (37%)
ICA-Opth                                                16 (33%)
ICA-Pcom                                               15 (31%)

Aneurysm size                                                     
 6.5 (5.1-7.5)

Median (IQR) (mm)
Dome to neck ratio

1.1 (1.0-1.4)
Median (IQR) (mm)
Stent  type

LVIS or LVIS Jr.                                            17 (35%)
Enterprise                                                      32 (65%)

Morbidity                                                             3 (6%)
Mortality                                                              0
ICA: Internal cartoid artery, SHA: Superior hypophyseal artery,           
Opth: Opthalmic artery, Pcom: Posterior communicating artery,          
SD: Standard deviation, IQR: Interquartile range.

Table II: Comparison of the Characteristics of LVIS or LVIS Jr. and Enterprise About Patients and Morphology, Procedual Results

                  LVIS or LVIS Jr. (n=17) Enterprise (n=32) p

Mean age (mean ± SD) (years)                                                        58.18 ± 9.25 59.25 ± 15.46 0.80

Gender (female)                                                                                            16 26 0.40

Aneursysm size median (IQR) (mm) 5.2 (5.0-6.9) 6.6 (5.3-7.5) 0.11

Dome to neck ratio* median (IQR) (mm) 1.09 (0.92-1.3) 1.21 (1.13-1.66) 0.01

Initial results

Class 1                                                                                          7  16  0.76

Class 2                                                                                               5 8 0.74

Class 3                                                                                              5 8 0.74

Symptomatic infarction (including transistent symptom)                                                                              3 2 0.32

Morbidity                                                                                                               1 2 1

*Variables showing significant diferences. SD: Standard deviation, IQR: Interquartile range.
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necessary to embolize the coil to the maximum extent during 
the operation, thus reducing the risk of intraoperative rupture. 
We encountered a case of aneurysm wherein the “eclipse 
sign” is recognized after placing the LVIS/LVIS Jr. stent (Figure 
2A-C). This result elucidated the advantage of LVIS/LVIS Jr., 
and we think that the efficacy of LVIS/LVIS Jr. will become 
apparent after 6–12 months.

Clinical Impact

In recent years, Neuroform stents have been improved to 
Neuroform Atlas stents. This stent has very good adhesion 
to blood vessels but has a metal coverage rate of 10%–11% 
(11,16), which is inferior to the 15%–22% metal coverage rate 
of LVIS Jr. and 18%–29% of LVIS. LVIS/LVIS Jr. stents have 
excellent characteristics owing to their high metal coverage 
rate (11,16). In other words, Neuroform Atlas, which is an open-
cell stent, is considered to be advantageous in aneurysms 
wherein blood vessels are strongly bent and adhesion is 

to class 1 aneurysms on follow-up DSA (Figure 1A-F). This 
result may be attributed to the fact that the LVIS/LVIS Jr. stent 
exerts a flow diversion effect, although the LVIS/LVIS Jr. group 
has a lower dome-neck ratio. In other words, it may be less 

Table III: Comparison of the Characteristics of LVIS or LVIS Jr. 
and Enterprise About Radiological Follow-up Results

                  LVIS or LVIS Jr. 
(n=17)

Enterprise 
(n=32) p

Follow-up results

Class 1*                                                                                          16  16 <0.01

Class 2                                                                                               0 7 0.07

Class 3                                                                                              1 9 0.13

*Variables showing significant diferences.

Figure 1: Cases in which improvement was observed on follow-up digital subtraction angiography (DSA). (A) and (B) A case of an 
aneurysm in the ophthalmic artery (OA)–internal carotid artery (ICA). Although stent-assisted coiling (SAC) was performed, the inflow of 
the contrast medium into the dome was observed immediately after surgery (A). We used the low-profile visualized intraluminal support 
(LVIS) stent (4.5 × 23 mm). However, this case was improved to Raymond–Roy class 1 at the time of follow-up DSA (B).
(C) and (D) A case of an aneurysm in the superior hypophyseal artery (SHA)–ICA. Although SAC was performed, the neck remnant was 
observed immediately after surgery (C). We used the LVIS stent (4.5 × 18 mm). However, this case was improved to Raymond–Roy class 
1 at the time of follow-up DSA (D). 
(E) and (F) A case of an aneurysm in the SHA–ICA. Although SAC was performed, the neck remnant was observed immediately after 
surgery (E). We used the LVIS stent (3.5 × 22 mm). However, this case was improved to Raymond–Roy class 1 at the time of follow-up 
DSA (F).

A B C

D E F



  383 Turk Neurosurg 31(3):379-384, 2021 | 383

Sato H. and Haraguchi K: Stent-Assisted Coiling

although all patients received two antiplatelet drugs, platelet 
function tests were not included in our clinical practice during 
the study period, indicating that the accuracy of the data on 
thrombosis is uncertain.

█   CONCLUSION
The postoperative outcomes of LVIS/LVIS Jr. and Enterprise 
VRD stents for treating aneurysms located in the ICA were not 
different, except when treating ICA top aneurysms; however, 
the postoperative outcomes of LVIS/LVIS Jr. stents improved 
after 6-12 months postoperatively.
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